Ultrasound Probe USB Cable Insertion Guide

1 Match the orientation of the USB cable head to the Ultrasound head.

2 If using the white USB cable, it should be inserted until the two dots
are hidden inside the blue strain relief.
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3 If using the black USB cable, it should be inserted until the cable head
is hidden inside the blue strain relief exposing only the orange portion.
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This applies to all ultrasound transducers provided by The Prometheus Group®.



